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SPECIFIC ATIONS 



Continuously variable voltage output 
0-8 volts DC 

0-16 volts DC 

Power Requirements 

Dimensions 

Approximate shipping weight 



10 amperes continuously 

15 amperes maximum intermittent 

5 amperes continuously 

7.5 amperes maximum intermittent 

105-125 V. , 50-60 cycles AC at 175 watts 

13 1/4" wide x 7 1/2" deep x 7 1/4" high 

22 lbs. 




OVERLOAD RELAY 
SWITCH 




0-15 AMPS D.C. 
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10,000 MFD 
10 VOLT 




0-15 VOLTS D.C. 



10.000 MFD 
10 VOLT 
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NOTE; SWITCH SHOWN FROM 
REAR IN 6 VOLT POSITION. 



SCHEMATIC 

HEATHKiT BATTERY ELIMINATOR 

MODEL BE-4 



